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Abstract: This work compares two design methodologies, emulating both AgCl electrode and skin
tissue Cole models for testing and verification of electrical bio-impedance circuits and systems.
The models are based on fractional-order elements, are implemented with active components,
and capture bio-impedance behaviors up to 10 kHz. Contrary to passive-elements realizations,
both architectures using analog filters coupled with adjustable transconductors offer tunability of the
fractional capacitors’ parameters. The main objective is to build a tunable active integrated circuitry
block that is able to approximate the models” behavior and can be utilized as a Subject Under Test
(SUT) and electrode equivalent in bio-impedance measurement applications. A tetrapolar impedance
setup, typical in bio-impedance measurements, is used to demonstrate the performance and accuracy
of the presented architectures via Spectre Monte-Carlo simulation. Circuit and post-layout simulations
are carried out in 90-nm CMOS process, using the Cadence IC suite.

Keywords: tetrapolar measurement; bio-impedance; analog integrated circuits; fractional-order
models; electrode; skin

1. Introduction

The electrical properties of tissues are strongly related to their structural characteristics and their
functional properties [1-3]. Bio-impedance measurements for example provide valuable information
about the structural characteristics of a tissue, such as its hardness, as well as about many biological
parameters including Blood Pressure (BP), Pulse Transit Time (PPT), Heart Rate (HR), and blood
glucose levels [4,5]. In addition, bioimpedance measurements make use of complex, noninvasive,
radiation-free diagnostic tools like Electrical Impedance Tomography (EIT) and Electrical Impedance
Spectroscopy (EIS), in applications such as ventilation monitoring, brain ischemic hemorrhage
detection, neuroimaging, and tumor detection [6,7].

The most common way to perform bio-impedance measurements is by applying a small amplitude
alternating current through a pair of conductive electrodes attached on the patient’s skin and then
by measuring the generated potential. The frequency of the injected current can reach up to several
hundreds of kHz, while its amplitude is selected to meet safety standards [4]. The hardware-electrode
setup for a single impedance measurement can be bipolar (2 electrodes for both current injection
and voltage measurement) or tetrapolar (2 separate electrode pairs for current injection and voltage
measurement—also called four-terminal), as depicted in Figure 1 [8-11]. Measuring bio-impedance
is a challenging process requiring properly designed instrumentation electronics and measurement
methodology. The main design challenges are the sensitivity to strong polarization effects caused by
the common injection and measuring path (as is the case in the Bipolar measurement setup) [12] as
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well as the highly unstable contact impedance of the electrodes which varies with electrode size [13],
pressure, humidity, and skin surface condition [14-16]. To address these issues, most bio-impedance
measurement systems use the more robust tetrapolar measurement setup (Figure 1 right) [8,17,18].

Figure 1. Brief schematic of a bipolar measurement setup (left) and a tetrapolar measurement
setup (right): green rectangles indicate the electrodes placed. Z refers to the impedance under
measure, while z; and z;, refer to the bio-impedances between injection and measurement electrodes.
The schematics are based on the description in [11], assuming infinite current source output impedance,
infinite instrumentation amplifier input impedance, and negligible electrode impedances.

However, the tetrapolar bio-impedance measurement setup also faces some challenges. The most
important is the unpredictable sensitivity distribution near the measuring area [17,19]. The sensitivity
values can get locally negative [20], while the phase can be erroneously measured positive on capacitive
and resistive domains [17]. Furthermore, common signals in differential measurements usually cause
problems, especially if stray capacitances are present and the voltage recording instrumentation
circuitry has low Common Mode Rejection Ratio (CMRR) [17,21].

Proper modelling of the tissues under test electrical characteristics is a crucial step during the
design process of bio-impedance measurement systems. To this end, designers simulate and employ
equivalent circuits of the SUT [21-24], usually implemented using lumped passive elements (capacitors
and resistors). By utilizing different values of resistors and capacitors, they can simulate different
measurement scenarios and setups in order to both determine the measurement system'’s specifications
and simulate its performance. However, the actual impedance behavior of most tissues is described by
the Cole or Debye models [25-27] that present large variations at their parameters [16,26].

Hence, a major limitation of tissue models implemented using passive elements is that they
cannot be used for evaluation and calibration of real-world systems as they offer no tunability.
Bio-impedance measurement systems often require several months or even years of testing and
calibration to provide accurate measurements. To this end, human or animal test subjects are typically
employed, significantly increasing the complexity and cost of the development procedure.

In this work, we propose an active, easily tunable circuit implementation of the Cole’s skin and
electrode models. The design is based on applications from fractional calculus, since fractional-order
models offer more degrees of freedom in comparison with integer-order realizations [28-30]. To this
end, based on the non-integer exponent parameter of the Cole’s equation [25], we propose two
tunable fractional-order capacitor implementations, implemented as analog filters (voltage output)
with a transfer function H(s). The filters can be transferred to impedances (current output) if
a voltage-to-current converter (V/I) is connected at the output stage. By utilizing the actively
implemented fractional-order capacitors along with an operational transconductance amplifier
(OTA)-based tunable resistor, we implement the Cole’s model in transistor level. The proposed
circuit architecture is intended to be used as an analog front-end and along with the required digital
circuits to shape an application-specific integrated circuit (ASIC) for evaluation and calibration of
bioimpedance measurement systems. The circuit is designed, laid out, and simulated in Cadence using
a Taiwan Semiconductor Manufacturing Company (TSMC) 90-nm CMOS process.

Both electrode and skin Cole IC-design models are validated and compared to the RC approximations
(magnitude and phase) for the models’ mean parameter values. Moreover, we examine the proposed
circuits” adaptability on major variations of the models” parameters. In addition, some tetrapolar
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measuring setups that include the implemented models are simulated, testing the measured impedance
values in various conditions (target’s impedance order and shunt resistors” imbalance).

The remainder of this paper is organized as follows. Section 2 describes the electrode and skin Cole
theoretical models adopted for this design and the particular selection reasons. The implementation
and behavior of the involved models are presented in Section 3 in the TSMC 90-nm CMOS process.
Furthermore, in Section 4, validation is performed via simulated tetrapolar measurements on specific
target impedances. Finally, Section 5 concludes this work.

2. Skin and Electrode Cole Models

In this section, the skin and electrode Cole models used for the ASIC implementation are briefly
presented. The two models are structurally similar containing a resistor (called “gap resistor”) in
series with a fractional order impedance. In both cases, the fractional order impedance is formed as a
parallel combination of a resistor and a fractional capacitor acting as a Constant Phase Element (CPE),
introducing the Cole behavior.

2.1. The Skin Model

Many equivalent circuit models have been proposed for the skin tissue complex impedance [31-33].
Among those, we have selected the simplified Cole model [31] to implement in an ASIC form. This is
because the Cole model captures tissue behavior with electrodes placed in relatively short distance
(usually 2—4 centimeters), and, within a wide frequency range (e.g., 1 Hz-10 kHz) covering multiple
bio-signal types. Therefore, this makes the Cole model an attractive candidate for supporting the
development of modern wearable applications.

The Cole model of the total skin impedance, including the contact resistor, is expressed as

+ RO,S - Roo,s
1+ (jw)as : (RO,S - Roo,s)cs

Zskin (w) = Reoss @
where Roo s is the contact (gap) resistor and such that zg;,,(00) = Reos, Ro s is the low frequency resistor,
i.e., Zgkin(0) = Ry s, as is the fractional CPE order and C; is the pseudo-capacitance of the CPE. The skin
Cole model is shown in the left side of Figure 2, where the CPE’s complex impedance is defined

as [31-33]
1

ZCPE = W ()

Finally, a useful characteristic of the Cole model is its time constant 7; defined as

Ts = §/(Ros — Roo,s)Cs. 3)

ZCpEs ZCPEe
Roo S Vh Roo e
- Ro,s 'ROO,S » g Ro,e'Roo e >
Zskin Zelec

Figure 2. Cole models of the skin (left) and electrode (right).

For a frequency range of 1 Hz to 10 kHz, typical upper-arm Cole skin model parameters are
shown in Table 1, [31]. Table 2 indicates the range of R, s, 45, and C; of the Cole skin model for a variety
of human body tissues [31-33].
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Table 1. Skin (upper arm) and electrode Cole model typical parameter values [16,31].

Parameter Re (kQY) R, MQ) T (s) a C (nF/secl—%)
Skin 1.86 1.39 0.53 0.749 447
Electrode 0.21 1.08 1.41 0.942 1.92

Table 2. Indicative skin and electrode Cole model parameter range [16,31-34].

Parameter R, MQ) a C (nF/secl—%)
Skin 0.64-1.46 0.63-0.86 61.2-1042.1
Electrode 0.65-2.09 0.8-0.99 1.39-2.09

As mentioned, the presented models and parameters target the frequency range 1 Hz and
10 kHz covering HR, PPT, BR, neuroimaging, and skin impedance measurement applications [4,35].
However, there are other bio-impedance measurement applications outside this frequency range,
e.g., lung EIT monitoring functioning at 100 kHz or higher, cancer tissue detection with EIS at about
1 MHz [24,36], etc.

2.2. The Electrode Model

The Cole electrode model has been discussed in many studies and for various electrode sizes
and materials [14,15,34]. In bio-impedance and ECG measurements AgCI-type electrodes are typically
preferred [15]. Moreover, dry electrodes, versus wet (with conductive-gel), are used in long-term
monitoring, which is essential for recording the evolution of bio-signals [14] in many modern
applications. With these in mind we focus on a Cole model for dry and circular AgCI electrode
with a diameter of about 25 mm. Specifically, the electrode Cole model implemented in this work is
described in [16] and its impedance is

Roe — Reoje

Zel(w) = Reoe + 14 (]‘w)ﬂe . (Rolg — Roo,e)cﬁ @

where Re . is the contact (gap) resistor and such that z,;(00) = Reoe, Ry is the low frequency resistor,
i.e., z,(0) = Ry, a, is the fractional CPE order and C, is the pseudo-capacitance of the CPE. The time
constant 7, and the complex impedance of the CPE, z¢-pg, are similar to those of the skin Cole model
corresponding to (2) and (3).

The electrode Cole model is shown in the right side of Figure 2. It is structurally identical to that
of the Cole skin model, with the exception of a DC potential of about 230-250 mV [34] added in series.
For a frequency range of 1 Hz to 10 kHz, typical model parameters are shown in Table 1 and their
ranges are shown in Table 2 [16,34].

3. Circuit Realization of the Electrode and Skin Cole Models

There are many different designs and methods for the implementation of fractional-order
impedance like that of the Cole models [37-59]. First we focus on the fractional capacitor which is the
only "fractional" element of the Cole models as shown in Figure 2. Due to the fact that fractional-order
elements are not available as off-the-shelf components, their behavior is typically approximated either
using continuous fraction expansion (CFE) and active elements [38-46], or using an RC network [47,48].
In this work we consider two active implementations of the Cole model’s fractional-order capacitor,
and evaluate their accuracy by comparing them to the Valsa-Vlach RC network approximation [47,48]
and the ideal expression (2). The first active implementation is called “versatile” [37] and it is based
on the Valsa-Vlach CPE impedance approximation mathematical theory [47,48]; while the second
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one adopts the “Inverse Follow-the-Leader Feedback (IFLF)” methodology [38-44] based on the CPE
impedance using the CFE theory.

The low-frequency resistor R, is also realized actively with an operational transconductance
amplifier (OTA). Hence, in Figure 2, the zcpr and R, parallel combination is fully active and tunable.
Finally, the gap resistor Re is orders of magnitude smaller than R, and its impact is negligible in lower
frequencies. For higher frequency operation, we assume that it is included as an external component.

3.1. Valsa-Vlach Fractional Order Capacitor RC Network Approximation

A circuit realization of the Cole model, and more specifically its fractional-order CPE element,
with a single fixed RC network lacks tunability and it cannot be used effectively when the model’s
parameters change. Therefore, here, the implementation of the fractional-order capacitor with an RC
network equivalent is done only to provide a reference along with the theoretical model. The RC
network circuitry is depicted in Figure 3 and the simulation results are discussed in Section 3.5. It is
noted that the simulations are carried out considering the typical Cole parameter values (Table 1).

Figure 3. RC network for approximating the behavior of fractional-order capacitors (2) [47].

The general expression of the RC network conductance is given by

1 LG sC
Yiot(s) =sCp+ — + Y = r (5)
k=1 s

Ry «Co +17
Following [47,48], the RC network approximation of the CPE is accurate within a certain frequency
range [fiow, frign] and with a maximum phase error A¢. Selecting the operating range fio,, = 1 Hz,
fhign = 10 kHz, and phase tolerance Ap=1.5° and using the parameters from Table 1, i.e., as = 0.749
and C; = 447nF /sec' % for the skin model, and, a, = 0.942 and C; = 1.92nF /sec!~% for the electrode

model, we derived the order m = 5 (for both models) and the corresponding R and C values as shown
in Table 3 using the MATLAB code in [48].

Table 3. Passive element values for approximating the fractional-order capacitors.

Electrode Element  Value Skin Element Value

C 232.78 pF C 146.63 nF
Cy 203.19 pF Cy 81.24 nF
Cs 177.37 pF Cs 45.01 nF
Cy 154.83 pF Cy 29.94 nF
Cs 135.15 pF Cs 13.82 nF
Cp 928.34 pF Cp 17.16 nF
Ry 683.7 MQ Ry 1.1MQ
R, 75.2 MQ) Ry 188.1 k)
R3 8.3 M() R3 326 Q)
Ry 909.4 kQ Ry 5.6 kQ
Rs 100 kO Rs 978.5 Q)

Ry 5.53 GO R, 52MQ
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3.2. Versatile Active Fractional Capacitor Emulator

To achieve electronic tuning of the CPE’s model characteristics we follow [37] and use OTAs
and current conveyors of the second generation (CClIIs). Both fractional-order capacitors for skin
and electrode models are designed using two cascaded filters, Hy(s) and Hj(s), connected with
a multiple-output OTA, which acts as a voltage-to-current (V/I) converter [37-44]. The complete
architecture is shown in Figure 4, and the total transfer function, H(s), is given by H(s) = Hj(s)Ha(s).

H(s) Hj(s)

ccl
R,
C,
rl
|
|
Figure 4. Fractional-order capacitor emulator (versatile methodology) [37].
The differential impedance at the port U; — U is
z (s) = —— ©)
cap,approx = gmm'H(S)

where ¢, is the transconductance of the V/I converter. The transfer function H (s) is that of a 5th
order (see Section 3.1) all-pass filter, given by

Hy(s) = 1;((55)) @)
where A(s) is . 3 )
A“%:&§+%f+ii+éﬁ;+ngiu+ﬁﬁiiﬁ ®
and B(s) is
T P FE R U S N—— ©)

1T T M3 QBTG TTRBHT

while the transfer function Hj(s) is that of a lossy differentiator

R
Hy(s) = RpaCrs + =2, (10)
Rp
The schematic of the CCII used for the implementation of H(s) is depicted in Figure 5 and the
employed OTA schematic is shown in Figure 6 [37,45].
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Figure 5. Employed CCII [37].

V
%DD
Mpll, LMp2 .E[Mp3 Mp4]j Mps Mpstl
! — | 1

L/ 3/ \J \J

% 1\ \
iout,n VDD uin,p l: Mnl Mn2 Mn3 Mn4 uin,n i()ut,p
[ 1:5 : 5:1 "

Ibias
Mn5 T K '

¥l

Mn8

| Mn6 Mn7 Mnll Mnl10
Mo d——Lg 5 I ! %E

v
VSS
Figure 6. Employed operational transconductance amplifier (OTA) [37,45].

The impedance of the equivalent RC network (derived using MATLAB code) [47,48],
which approximates (2) is described by

B a555+a454+a353+u252+a15+u0
B b656+b555 +b454+b353 +b2$2+b15+bo '

anp,upprox (5) (11)
To implement the fractional-order models, we compare (11) with (6) and choose the value of
transcoductance g, ,; to be 100 nS for both models (electrode and skin). All parameters are summarized
in Table 4 (derived according to the C and a values in Table 1). The resulting H(s) is expressed by

6504550 +cast 4353 +cas2+ci5+co

H =
) = eyt s + s+ dys +dy

(12)
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Table 4. Parameters for the implementation of expression H(s) (12).

Electrode Parameter Value Skin Parameter Value

Ceo 1.0 Ce 6.1

Cs 9.393 x 10* s 9.388 x 10°
Cs 7.715 x 108 4 1.221 x 1010
c3 6.024 x 1011 c3 1.504 x 1013
e 4464 x 1013 o 1.762 x 1015
c 2.824 x 1014 o 1.836 x 1016
Co 1.76 x 1014 Co 1.102 x 1016
ds 100.0 ds 33.33

dy 8.184 x 106 dy 2.728 x 100
ds 5.866 x 1010 ds 1.955 x 1010
dy 3.999 x 1013 dy 1.333 x 1013
dq 2593 x 10%° dq 8.645 x 1014
do 1.473 x 1016 do 4.910 x 101

The presented architecture has been designed in TSMC 90-nm CMOS process, using the Cadence
IC design suite. The power supply rails are set to Vpp = —Vss = 0.75V, and all transistors operate in
the subthreshold region. The transconductance of the corresponding OTA is given by

_ 5Ibias

gm = In VT (13)

where 1 < n < 2 and Vyr = 26 mV. Also, the sizes of MOS transistors of the OTA and CCII are
summarized in Table 5. The aspect ratio between transistors M,; — M and M,3 — M,4 is equal to 5.
We use this multiplicity to increase the linearity of the differential amplifiers pairs and to decrease the
transconductance value for the same bias current, compared to an OTA with the same dimensions for
the corresponding transistors [60].

Table 5. MOS transistors dimensions—OTA and CCII.

OTA W/L (um/pm) CCII W/L (um/pm)
M2, M3 2/1 Mp1, Myp, Mps 1.6/0.4

M,g- Mo 1/2 Mys, Mye 32/04
My5=My7 0.5/4 M3 6.4/0.4
My10-Mp11 1/2 My1-Myg 0.8/0.4
Mp1-Mps 10/5 My 1.6/0.4

M1, Myy 04/1 - _

To calculate the factors G; = g/ gm for j =0,1,...,5, and the time-constants 7; fori = 1,2,...,5,
we compare (12) with (7) and (10). The value of transconductance is g, = 100 nS; as a result, the values
of the capacitors are calculated by C; = 7;¢,; and are summarized in Table 6 for both models. The values
of the resistors are R,; = 142.8 MQ) (I,; = 61 pA) and R,» = 1.0 MQ) (I, = 52.1 nA) for the electrode
model and R,y = 156.4 MQ) (I,; = 53 pA) and R, = 18.3 MQ) (I, = 2.8 nA) for the skin model.

The bias current for the implementation of the corresponding transconductance g, ,; = g is
Ipizs, which is calculated by the expression Ip;;s = %nVTgm. The current for a transconductance of
8mj = Gjgm can be calculated by lyizs j = Gjlpias, where j = 0,1,...,5 and I;,s = 404 pA. Adjusting the
bias current we can achieve different values for both impedances and the order of the CPE element.
The bias current of CCIl is I, = 20 nA. The values of the resulting scaling factors are summarized in
Table 7 for both models.
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Table 6. Values of the capacitors of Figure 4.

Element Value Element Value
G 1.22 pF @) 13.95 pF
Cs 146.67 pF Cy 1.54 nF
Cs 17.60 nF C, 10.0 nF

Table 7. Values of the scaling factors G;.

Electrode Model Scaling Factor Value Skin Model Scaling Factor Value
Go 1.707 Go 19.188
Gy 1.705 Gy 11.080
Gy 1.505 G, 6.167
Gs 1315 G; 3418
Gy 1.148 Gy 1.881
Gs 1.000 Gs 1.000

3.3. Inverse Follow-the-Leader Feedback Fractional Capacitor Emulator

In this subsection, we present a typical IFLF architecture for implementation of a fractional-order
capacitor. Owing to the fact that the frequency span is from 1 Hz to 10 kHz, the employment of the
5th-order Continued Fraction Expansion (CFE) approximation is a satisfactory solution in order to
achieve appropriate results [38—45]. The expression of the 5th-order CFE approximation is described by

- 61555+Q4S4+ﬂ3s3+ﬂ252+ﬂ15+ﬂ0
™ bss®+byst+b3s3+bps2+bys+b,

(1s)

(14)

where

a5 = b, = —a® — 150* — 85043 — 22502 — 274a — 120,

ag = by = 5a° + 450* + 5a% — 100542 — 32504 — 3000,

a3 = by = —10a° — 30a* 4 410a® + 123042 — 4000a — 12000,
ap = by = 10a® — 30a* — 41043 + 123042 + 4000« — 12000,
a = by = —5a° + 45a* + 543 — 100542 + 3250a — 3000,

ao = bs = a® — 15a* + 8543 — 22542 + 274x — 120,

and « are the order of fractional-order differentiator (all-pass filter) [38-45].

To obtain the tunability of both impedance and order of the element, operational transconductance
amplifiers (OTAs) are utilized to implement fractional-order capacitors. Fractional-order capacitor
is designed using an all-pass filter, connected with a multiple-output OTA, which acts as a
voltage-to-current (V/I) converter [37-44]. The all-pass filter has a transfer function H(s). The complete
architecture is shown in Figure 7. The impedance of fractional-order capacitor is given by

1
anp,upprox(5> = m (15)

where g, is the transconductance of the V/I converter.
The transfer function H(s) is that of a 5th order all-pass filter, given by

H(s) = ——= (16)

where A (S) is
G 4 G 3 G 2 G G
45 35 25 15 0

A(s) = G555 + +
T T 1Ty T MRy T[Tl

(17)
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and B(s) is

g4 3 2

5 s 1
B(s) =s’+—+ + .
T Tl TR T0BY TTDTBNHT

The IFLF architecture has also been designed in TSMC 90-nm CMOS process, using the Cadence
IC design suite. The power supply rails are set to Vpp = —Vss = 0.75V, and all transistors operate in
the subthreshold region. The dimensions of the OTA’s MOS transistors are summarized in Table 5 also
(we use the same OTA as in versatile design methodology).

To calculate the values of scaling factors Gj = gmj/ Qmx, Wwhere j =0,1,...,5, x = a,b,c,d,e, f
and time-constants T;, we compare (16) with (14). The value of the transconductance of electrode’s
fractional-order capacitor is g,,,i = gmx = 830.2 nS for all x. As a result, the values of capacitors
are calculated by C; = T;g» and are summarized in Table 8 for both models. The values of
transconductances for the skin’s fractional-order capacitor are summarized in Table 9. The resulting
scaling factors’ values are summarized in Table 10 for both models. It is noted that, like in versatile
implementation, these values are derived according to the typical pseudo-capacitor values shown in
Table 1.

S S

(18)

Figure 7. Realization of fractional-order capacitor emulator (Inverse Follow-the-Leader Feedback

(IFLF) methodology).
Table 8. Values of the capacitors of Figure 7.
Element Value Element Value
Cq 2.58 pF Cy 141.43 pF
Cs 689.82 pF Cy 2.75nF
Cs 13.80 nF - N

Table 9. Values of transcoductance for the skin model of Figure 7.

Parameter Value Parameter Value

Sma 184.84 nS Smb 674.02 nS
Sme 721.35nS Smd 729.19 nS
Sme 713.18 nS Smf 564.15 nS

Smoi 55.37 uS
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Table 10. Values of the scaling factors G;.

Electrode Model Scaling Factor Value Skin Model Scaling Factor Value
Go 0.002 Go 0.02
G 0.12 Gy 0.19
Gy 0.52 Gy 0.600
Gs 1.92 Gs3 1.66
Gy 8.61 Gy 5.33
Gs 422.02 Gs 50.01

3.4. Cole Model Tunable Resistor R, Realization

In order to achieve tunability of the resistor R, demonstrated in Figure 2, we use the same
multiple OTA (with the same dimensions as shown in Table 5) utilized in the previously presented
CPE’s design methodologies (Figure 6), since we can achieve the desired transconductance by selecting
applicable DC bias current values. Configuration of the programmable OTA as a resistor is depicted in
Figure 8 [37,45].

All transistors are biased in the subthreshold region, and so the impedance of the effective
resistance is given by

1
R, = — 19
’ 8mo (19)

where g, is obtained by (13).

Figure 8. Implementation of tunable resistor emulator [37,45].

Due to the relatively small values of Re for both the skin and electrode models and regarding
impedance of the employed OTA being unable to practically achieve values less than 400 k(),
we have replaced R., with passive tunable resistors (potentiometers). We also note that all the
remaining resistors (R,, R;1, and R;;) used below, are implemented exclusively by programmable
OTAs. Therefore, all the model’s parameters are implemented actively in IC design except of Re.

3.5. Cole Model Circuit Realization Simulation Results

The layout design of the fractional-order skin and electrode models using IFLF design
methodology is demonstrated in Figure 9, where the area is 78 umx278 um. The layout design
of the fractional-order skin and electrode models using versatile design methodology is demonstrated
in Figure 10, where the area is 78 um x329 pm. Both layouts include all elements except capacitors C;,
i=1,2,...,5and resistor Re (potentiometer resistor). All results are from post-layout simulations.
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Figure 10. Layout of the implemented fractional-order skin and electrode models (versatile methodology).

The magnitude and phase response for all design methodologies along with that of the ideal
RC approximation and that of the theoretically predicted ones are plotted in Figure 11 for the
fractional-order electrode model capacitor. The magnitude values are in fine agreement with the
theoretical ones. The phase response, which is very important for simulation of the fractional-order
capacitor, is also close to the ideal value of —84.78°, for a big part of the frequency band. However,
the IFLF approach has an error up to 4.5° at the span’s boundaries (1 Hz and 10 kHz), while the
maximum error of the versatile methodology is at 1.5°.

The corresponding responses of the fractional-order skin model capacitor are shown in Figure 12.
As in the electrode’s CPE case, the magnitude response shows very low error, especially for the versatile
approach (the IFLF values have a maximum error of 25 k() at 1 Hz; however, this is minimized at
higher frequencies). The phase response, for the case of skin CPE, shows also minimum error in the
middle frequencies (the ideal phase is —67.41°), while the IFLF methodology shows critical phase
errors at the frequency range’s limits. At the same time, the versatile methodology provides almost the
same results as the ideal RC network simulation.

The obtained impedance responses of the electrode and skin models along with the theoretically
predicted ones and that of the ideal RC network approximation are provided in Figures 13 and 14,
respectively. It is observed that both approaches result in successful approximations with low average
errors. In specific, superior accuracy is obtained in the skin’s and electrode’s impedance magnitudes
(for both the capacitor and the whole Cole models), as shown in Figures 11-13 and Figure 14 (left
subfigures). In addition, the models realized with the IFLF topology present low phase error between
10 Hz and 1kHz, but it deviates near the frequency range’s limits. However, the IFLF mean and
maximum phase errors are lower than those in the corresponding CPE model. In contrast, the versatile
design methodology-implemented models have better accuracy near 1 Hz-10 Hz and 1 kHz-10 kHz;
however, they present minor errors in the middle frequencies.

As mentioned before, the two design methodologies (versatile and IFLF) approximate the behavior
of the fractional order elements. The errors between these two techniques and the theoretical
values arise from the approximation’s order (CFE and RC approximation). In order to minimize
them, the complexity (order) of the whole topology needs to be increased. This is not desirable.
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Nevertheless, both methodologies are characterized not only by tunability of impedance and order but
also by capability to change the central frequency, which can contribute to minimizing the errors at the
boundaries if performed properly (by tuning bias current).
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= o
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o o —— RC Simulation
§ 201 —881 IC IFLF Simulation
\\\“ == |C Versatile Simulation
0 S -90 ;
10° 102 104 10° 102 104
frequency (Hz) frequency (Hz)

Figure 11. Impedance magnitude (left) and phase response (right) of the fractional-order capacitor for
the case of electrode model.
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Figure 12. Impedance magnitude (left) and phase response (right) of the fractional-order capacitor for
the case of skin model.
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Figure 13. Impedance magnitude (left) and phase response (right) of fractional-order electrode model.
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Figure 14. Impedance magnitude (left) and phase response (right) of fractional-order skin model.
3.6. Cole Models Parameters Variation and Circuit Emulator Trimming

In the previous subsection, we presented the simulation results of RC approximation,
and versatile and IFLF design methodologies for both fractional-order skin and electrode models.
The parameter values utilized for the models refer to the typical values according to [16,31]. However,
these parameters exhibit great variations across different human subjects and are affected by situations
such as humidity, pressure, and temperature at the skin-electrode’s surface [16,26,31]. In order to
implement these possible cases, we have to use a realization methodology which provides tunability
and high performance. The RC network provides high performance for a single case, as shown in the
previous subsection, but it is not appropriate for examining multiple conditions. The main reason
for this drawback is the absence of tunability in passive elements (in order to achieve different cases,
we have to continuously change the RC values of the network in Figure 3).

On the other hand, the IC design methodologies offer the possibility to achieve different parameter
values. Hence, both architectures (versatile and IFLF) can describe the behavior of both electrode
and skin models under various situations by using a single core. In this subsection, we evaluate the
performance and accuracy of the presented design techniques in describing different conditions.

3.6.1. Electrode Model Parameter Variation

In this part, we examine the discussed IC methodologies” accuracy for 8 different model cases.
The C. (CPE) and R, . (low frequency resistor) parameter variations were extracted from trials over
human subjects (experimental results) under two conditions (pressure and removing pressure) in [16].
The order of the CPE is assumed a, = 0.942 for all the cases. The selection of appropriate values
was derived by adjusting the observed variations around the typical values in Table 1, and they are
summarized in Table 11. The minimum and maximum values for the fractional-order capacitor were
computed at 1.39 nF/sec!~* and 2.09 nF/sec! %, respectively, while the corresponding values for
Ry are 650 k) and 2.09 MQ). The high-frequency resistor (Reo¢) values are kept constant at 210 ().
The cases described are obtained by controlling the transconductance g,,; of the V/I converter and
the g0 of the R, effective resistor. According to (13), the desired g;,,; and g0 can be achieved just by
tuning DC bias current (Ip;,s).
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Table 11. Electrode Cole parameters values for different cases, 2, = 0.942.

Case/Parameter Ry, (MQ) C. (nF/secl—*)
Case 1 1.08 1.75
Case Il 2.09 1.39
Case III 0.65 1.92
Case IV 1.51 1.92
Case V 0.65 1.75
Case VI 1.51 1.75
Case VII 0.65 2.09
Case VIII 1.51 2.09

The corresponding results for the two IC methodologies are depicted in Figures 15-22.
Both architectures provide high accuracy in all the cases, with the exception of the IFLF phase error
near 10 kHz (as in the previous section). This performance cannot be possibly achieved by a single RC
network, since it lacks tunability.

CASE 1
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—— Theoretical Cole Model N
15 IC IFLF Simulation -25 \\
s | e IC Versatile Simulation S \\
- v -50 N
R s .
[ N v _ ~
§ \\\ % 75 \\—'—ﬁ
205 \\ ?E —100{ =—— Theoretical Cole Model
£ \\ IC IFLF Simulation

S —1251 «.-. IC Versatile Simulation
0.0 ; S ;
10° 102 104 10° 102 104
frequency (Hz) frequency (Hz)

Figure 15. Impedance magnitude (left) and phase response (right) of the case I fractional-order
electrode model.
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Figure 16. Impedance magnitude (left) and phase response (right) of the case II fractional-order
electrode model.
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Figure 17. Impedance magnitude (left) and phase response (right) of the case III fractional-order
electrode model.
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Figure 18. Impedance magnitude (left) and phase response (right) of the case IV fractional-order
electrode model.
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Figure 19. Impedance magnitude (left) and phase response (right) of the case V fractional-order
electrode model.
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Figure 20. Impedance magnitude (left) and phase response (right) of the case VI fractional-order
electrode model.
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Figure 21. Impedance magnitude (left) and phase response (right) of the case VII fractional-order
electrode model.
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Figure 22. Impedance magnitude (left) and phase response (right) of the case VIII fractional-order
electrode model.

3.6.2. Skin Model Parameter Variation

For the fractional-order skin model, we derived four different cases where Cs and order a;s of the
CPE were tuned, according to the values in [26]. The R, s value was fixed at 1.39 M(}, and Re s was
fixed at 1.86 k() (Table 1). The calculated C; and a; values are summarized in Table 12. All the above
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cases are achieved and performed just by adjusting the appropriate DC bias currents (electronic tuning
capability). According to (13), we can control the transconductance values g;,, while the values of the
capacitors in Figures 4 and 7, as in Tables 6 and 8, are kept constant.

Table 12. Skin Cole parameters values for different cases, R, s = 1.39 MQ).

Case/Parameter ag Cs (nF/secl—*)
Casel 0.86 65.2
Case I 0.81 61.2
Case III 0.82 88.9
Case IV 0.78 73.1

The corresponding results are demonstrated in Figures 23-26, where we approve that the
presented architectures provide sufficient accuracy. The results are in fine agreement with the case
shown in Figure 14, where the the IFLF phase shows maximum error near the frequency span’s limits.
It is noted that both designs except for pseudo-capacitance C; can also achieve order a; tuning.

CASE 1
1.50 0
—— Theoretical Cole Model —— Theoretical Cole Model
a 1.251 IC IFLF Simulation IC IFLF Simulation
s \ ----- IC Versatile Simulation — =208 e IC Versatile Simulation
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£ 4251 e /
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0.00 e —8(1
10° 10? 104 0° 107 104
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Figure 23. Impedance magnitude (left) and phase response (right) of the case I fractional-order
skin model.
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Figure 24. Impedance magnitude (left) and phase response (right) of the case II fractional-order
skin model.
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Figure 25. Impedance magnitude (left) and phase response (right) of the case III fractional-order
skin model.
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Figure 26. Impedance magnitude (left) and phase response (right) of the case IV fractional-order
skin model.

4. Tetrapolar Model Simulation Results

The models implemented above are utilized in simplified tetrapolar setup test cases in order
to observe the impact of electrode and skin impedances at particular bioimpedance measurements.
The setup adopted for the tetrapolar AC simulations is shown in Figure 27, assuming 4 vertically
placed dry AgCl2.54 cm (1 inch) diameter electrodes at a distance of 3 cm between each other. We note
here that this setup is just indicative; a more realistic representation requires a fine Finite Element (EE.)
forward model, which has to be properly transferred to a complex setup, consisting of blocks based on
the presented models.

The two opposite (upper and lower) electrodes inject a 1 mA AC current of frequency between 1 Hz
and 10 kHz, while the two middle electrodes perform differential voltage measurement. The electrode
material and skin RC equivalent subcircuits are replaced by the fractional integrated IC models,
while the extremely sensitive gap impedances of electrodes and skin models (R«) are merged in
one resistor at each contact, which is manually modified in the simulation. A target impedance,
Ry, is placed between the two voltage measurement electodes in parallel with a skin model’s RC
impedance. Rj, is the resistance to be measured in each case. Finally, two 20 pF parasitic capacitors are
included for both voltage output traces to include any possible stray capacitive effects [21,22].
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Figure 27. Tetrapolar setup cases.

All simulated AC measurements demonstrate the difference V; — V_, as shown in Figure 27,
and their magnitude and phase are plotted at a frequency range between 1 Hz and 10 kHz.
The layout design of the fractional-order skin and electrode models using IFLF design methodology is
demonstrated in Figure 28, where the area is 351 um x 614 pm. The layout design of the fractional-order
skin and electrode models using versatile design methodology is demonstrated in Figure 29, where the
area is 351 pmx714 um. Post-layout simulation was performed.

I

Figure 29. Layout design of the implemented tetrapolar bioimpedance measurement.
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4.1. Case I: Balanced Contact Impedances

In this case, all gap resistors are kept at Reo = 1.5 k(}, which is a usual medium frequency contact
value [61,62]. The target impedances are set to R, = 100 (2, 1 kQ}, and 10 k(), respectively, so as to
model the measurement effect at different orders of magnitude. The 3 subcases are compared with the
approximation RC network cases that correspond to a completely passive model.

The results in Figure 30 indicate a maximum magnitude error of 200 (2 and 2° (for the 10 k() target
case), for both IFLF and versatile methodologies, when compared with the RC network approximation.
In addition, it seems that lower absolute impedances (that are usual when measuring with electrodes
placed near to each other) can be accurately measured at frequencies near 10 kHz, while higher valued
tissue impedance measurements, such as bones, are strongly affected by the presence of skin. The latter
therefore needs either invasive techniques or compensation and proper mathematical processing along
with the estimated neighboring skin tissue’s impedance to be measured at higher frequencies.

4.2. Case II: Imbalanced Contact Impedances

In bio-impedance measuring setups that include multiple electrodes, deviations between the
electrode contact impedances is a usual case. These imbalances might be caused by different pressures
on each electrode, local differences of the skin surface smoothness, or other external factors that in
extreme conditions might lead even to electrode disconnections.

To examine this effect here, we assume 3 fixed electrode gap impedances of Re, = 1.5 k(),
while one of them (in series with the positive voltage acquisition electrode) deviates between the
following values: R, = 500 , 1 kQ, 1.5 kQ), 2.5 kQ). The target impedance is kept at R, = 1 kQ).
The magnitude and phase results are shown in Figure 31 for versatile design methodology and in
Figure 32 for IFLF design methodology. It is shown that, for deviations up to 1 k() in contact impedance,
we get a maximum magnitude error of 40 () and less than 1° of phase error. The choice of IC design
methodology does not show effects on the contact impedance’s deviation effect in the measurements.

The sensitivity behavior has been evaluated using the Monte-Carlo analysis tool for N = 100 runs.
The corresponding histograms for impedance and phase for target impedance R, = 100 Q) are
demonstrated in Figure 33 for versatile design methodology and in Figure 34 for IFLF design
methodology. The mean values of the magnitude and phase for versatile design methodology are
Miyean = 95.82 Q) and Pyeq, = —1.93°, and the standard deviations are 0y, = 1.54 Q) and op = 0.53° at
fo = 1 kHz, respectively. The mean values of the magnitude and phase for IFLF design methodology
are Myean = 95.69 Q) and Py = —1.96°, and the standard deviations are 0, = 1.470) and op = 0.47°
at f, = 1 kHz, respectively.

The sensitivity behavior has been evaluated using the Monte-Carlo analysis tool for N = 100 runs.
The corresponding histograms for impedance and phase for target impedance R, = 10 kQ) are
demonstrated in Figure 35 for versatile design methodology and in Figure 36 for IFLF design
methodology. The mean values of the magnitude and phase for versatile design methodology are
Miyean = 9.72 kQ) and Pyepy, = —5.52°, and the standard deviations are 03, = 0.51 kQ) and op = 0.71°
at f, = 10 Hz, respectively. The mean values of the magnitude and phase for IFLF design methodology
are Myean = 9.81 kQ) and Pyeny = —5.64°, and the standard deviations are ¢,;; = 0.58 kQ) and
op = 0.61° at f, = 10 Hz, respectively.
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Figure 30. AC magnitude and phase impedance measurements for (a) R, = 100 Q, (b) R, = 1 k(2, and

() Ry = 10 kQ): all electrode and contact impedances are equal (Reo = 1.5 kQ2). The corresponding RC

network approximations are included for comparison.
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Figure 31. AC magnitude (left) and phase (right) impedance measurements for deviated shunt
impedance of the positive voltage electrode (versatile design).
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Figure 32. AC magnitude (left) and phase (right) impedance measurements for deviated shunt
impedance of the positive voltage electrode (IFLF design).
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Figure 33. Sensitivity performance of magnitude for target impedance R;, = 100 Q2 using Monte-Carlo

analysis (versatile design).
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[ )
o
=)

D
=

No of Samples

»
=

N

0.0

impedance (kQ)

N
B
g

20.0

(=)}
(=]

No of Samples

>
=

SHE

PR
Phase (deg

45

3TN

Figure 36. Sensitivity performance of phase for target impedance R, = 10 k() using Monte-Carlo

analysis (versatile design).

5. Conclusions

In this paper, we implemented in ASIC architecture the fractional order skin and electrode
Cole models following two design methodologies using OTAs and CClIs as structural elements
Simulation showed very low magnitude and phase errors, while tetrapolar setup simulations revealed
possible bio-impedance measuring issues related to the electrode and adjacent skin tissues up to
10 kHz. The ASIC architecture can be used in more complex circuitry setups for calibration and
phantom experimental testing more effectively than simple fixed RC networks that are currently used
since they offer sufficient tunability over all frequencies of interest and model parameter variations.

7
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